A CERTIFICATION by CUSTODIAN of RECORDS
v‘:z%,ﬂ Tucson Police Department Crime Laboratory i
Pk

I hereby certify that these documents are a trus and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

ﬁ/& -06333 F maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Depariment
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the iastrument on the foll OWINg
dates. The acceptable accuracy limits, as defined in A.A.C. RO-14-404.A 3
for a 0.080AC solution are 0.070AC to D.090AC.

Date:_ 57/€/0S Call_0-0F9F ac Cal2__ 0.0 FF AC
Date: @A#/O‘Sr Gal't .8, @ }7“? AG Galz: 2 0??_:%(3
Date: /Vr/ﬂi Tall AC (Czl2 AC

Between the dates of 5%/1?’/05“ and (o /fﬁf/ﬂ?j"

the instrument was operating properly and accurately.

The instrument was taken out of service for repaw on /Lfrf‘
The instrument was returned to service on

MAM\

rene Doran

@/ //es

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this /4 day of

Jone, 2005 .

OFFIGIAL SEAL 7@// ;
ATHY A. KINNEY
OTARY PUBLIC-ARIZORA @ WA 0w
PiMA COUNTY

"My Comm. Exp. Sept. 4, 2008 Notary Public

=

=

*Includes docurnents specified in A A.C. R9-14-404.A 5

Pursuant to seerion 28-1327, Arizona Revised b{zmtas, this document is a cenified duplicate of the
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STANDARD QUALITY ASSURANCE PROCEDURES /,"\6\'\
INTOXILYZER MODEL 5000*
AGENCY  Tucson Police QA SOECIALIST Lrene Doren %33
(Ezint Name)
INTOXILYZER SERIAL ¥ GLL-p63322 F LOCATION
oate  June | - 2005 TINE £33]

5 DVM Test check. Setting should be bstwesen .200 and
.G800. Mode selection switech 32 on;. | 5 =ud S318FEF BT
keyboard meng selegoion MHY. Heading is 2 3{{

(W Display Test check. Mode selection switch S1 on and 52
and 53 aff or keyboard menu selection "V

| Erinter Test check. Mode selection switcH 31, S2. 53
off or kevbasard menu selectigm »ov.

p/f Clock time check. Mode selection switch 510 on or

Lffffkeyboa:: menu Salectiagn “E*

Date check. Mode selection switech S11 on or kevboard
menu selectisn WEY

W/ , Alcohol fr s E Test resulr 0. CO0 ac
Z Error racognition logic syscem functianing

Invalid test printed

v Proper sample recognition system
Invalid sample printed V/f
Deficlent sample printed T

MR Completeness of sampls purgs with Pollect*un tube**
\ f[; Calibration standard 0. QET
Results: 0.0F9 Ar L O, D??A’L
YES /ND

Instrument opszating properly and dccurately.

COMMENTS -

SIGNATURE %ﬁ)\.{,/@-mf, o

Q. w/a alcohul concentration standard collected for subsequent
analy51s

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR: WITHQUT EEYEQARD

**THIS STEP IS5 ONLY BREQUIRED TF THIS DEVICE TS BEING USED EOR
SAMPLE CADTURE .

DHS/DSLSForm C117 (Rev. 7-33)

Pursuant to section 28-1337, Arizona Revised Stanuntes, this document is 2 cenmified duplicate of the information contained in computer
storags devices of the Tueson Police Deparonent.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the inform
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the Tucson Police Department.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certfied duplicate of the information contained in computer
storage devices of the Tucson Police Depariment



THIS REPORT PEEPARED PURSUANT TO DUTY IMBGSED BY
AR C. BS-149-404 ()
LRIZONA PRRTMENMT O HEALTH SEBVICES
STAMDARD QUALTITY ASSURANCE BPROCEDURES
INTOXILYZER MODEL 3000+ d?k

STANCARD CALIBRATION CHECX PROCZDURE

Agency Tucson Police Department Date é,f}ﬁﬁkﬁ; Tame ﬁjigj
w1 e,
Lacoxylyger Serial § (57(0"05333?' Loc=tian .{.Tfhﬁ;' L’%

—
QA Specialistc Lrene _DCH"::!?"] %33}

{Brint Name)
[/J

1. PBour & ‘standard ateoliol splutisn of kihown wvallis inta .a
clean dry simulator jar and assempla the simalator
Insure that =2 tight seal has bzen: mads
u/f Standard walns O%D AT

i | 2: Turn on: the simulator and alleow the temperature to
reach 34°%C+.2°

(v//} 3 st fntf?iTyzn“ mode selection in the ACA mods by
switehing mode selecrtion switch £9 aon or selEeing: N
on keyboard mesnu

[u/ ) 4. Atrtach simulator to the simulator entrance port on the

JK ntexilyvezsr.
[ J{ 5. dntoxilyzer 5000 display reads “READY TO START" or
“EEEH: BUTTON™ .
- Push Start Test button or press snter on keyboard.

( 8
{ u} T+ Imsert card in response-to display.
{ 8. Air blank completed.

o

Calibraticn check completed.

Test results 0. 074 W—OD:;LK AC

10. Rir blank compisted
{{A&% 11. When display reads Test Complate remove evidencs card.
Attach the card te the completed checklistc.
12. Return mode selection switch %9 to off position after
all calibration checks are complete or tyge 0 and snter
on kevboard,

SIGNATURE égié4i4;f;£Lﬁi¢Lqu_f

*WITH OR WITEOUT VAPOR RECTIRCULATION AND WITE OR WITEQUT EEYBOLRD

DHS/DSLS/Form Clld (Rew. 7-93)

Pursuant o section 28-1327, Arizona Revised Statutes, this document is & carified duplicate of the information contained in computer
storage devices of the Tucson Police Depanment.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cemifed duplicate of the informartion contzined in computer

storape devices of the Tucson Police Department.



